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ABSTRACT 

•  Tests  evaluating  fluorometallic  or  composite  X-ray  intensifying 
screens  have  shown  that  these  screens  can  be  valuable  and  useful  acces¬ 
sories  in  the  field  of  industrial  radiography.  In  many  applications, 
they  can  increase  inspection  efficiency  by  reducing  exposure  times  and 
possibly  lowering  the  kilovoltages  which  are  required  when  using  con¬ 
ventional  lead  screens. 

The  radiographic  tests  were  performed  using  steel  plates  ranging 
in  thickness  from  0.250  to  4.0  inches  in  the  150  kV  to  2.5  MeV  radiation 
quality  range  with  ASTM  film  classes  1  and  2.  Image  resolution  assess¬ 
ment  was  based  upon  penetrameter  requirements  (2-2T)  set  forth  in 
MIL-STD-453,  Inspection,  Radiographic.  The  resultant  radiographs  using 
these  screens  attained  at  least  the  2-2T  quality  required  by  most  codes. 
The  high  speed  screen  appears  to  offer  more  advantages  than  the  high 
definition  screen. 
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INTRODUCTION 


In  the  field  of  industrial  radiography,  the  absorption  by  the  film  of  the  trans¬ 
mitted  radiation  energy  may  ne  less  than  one  percent.  Because  of  this,  intensifying 
screens  are  used  as  amplification  devices  to  make  more  efficient  use  of  the  radiation 
received  by  the  film. 

The  relatively  recent  introduction  of  composite  or  f luorometal 1 ic  intensifying 
screens  represents  an  interesting  development  which  merits  further  investigation  into 
their  effect  on  radiographic  efficiency  and  economy. 

The  object  of  this  report  is  to  examine  essential  aspects  of  these  screens  by  eval¬ 
uating  their  sensitivity  and  resolving  capabilities  utilizing  various  parameters, 
first,  however,  it  would  be  helpful  to  briefly  review  intensifying  screens  in  general 
use. 


RADIOGRAPHIC  INTENSIFYING  SCREENS 

Radiographic  intensifying  screens  are  used  to  reduce  exposure  time  and  to  improve 
t!ie  quality  of  the  radiograph.  This  is  done  by  the  intensification  action  of  the 
^creeps  which  more  effectively  utilizes  the  radiation  absorbed  by  the  film.  Any  de¬ 
vice,  therefore,  which  can  enhance  or  improve  the  energy-absorbing  process  by  the 
film  contributes  to  the  X-ray  examination  process. 

At  the  present  time,  there  are  three  kinds  of  screens  which  are  generally  being 
used  in  the  field  of  industrial  radiography;  namely,  lead,  fluorescent,  and  composite. 

Lead  intensifying  screens  are  used  almost  exclusively  in  the  industrial  radio- 
graphic  field.  Most  codes  do  not  allow  the  use  of  fluorescent  screens  or  only  by  spe¬ 
cial  permission  if  absolutely  necessary.  This  study  will  attempt  to  identify  some 
areas  of  applications  where  the  f luorometal lie  or  composite  screen  can  be  utilized  to 
meet  or  improve  radiographic  quality  requirements. 

Lead  Screens 

Lead  is  by  far  the  most  common  screen  material  utilized  and  is  available  for  this 
purpose  in  the  form  of  foil  mounted  on  thin  cardboard  or  plastic,  or  as  an  oxide  ap¬ 
plied  to  a  thin  base  in  sheet  form  with  film  sandwiched  between  these  sheets.  This 
type  of  film-screen  combination  is  convenient  to  use  in  many  applications  and  is  com¬ 
mercially  available.  What  makes  lead  a  desirable  screen  material  is  its  ability  to 
release  photoelectrons  and  scatter  radiation  when  struck  by  X-rays.  These  photoelec¬ 
trons  have  enough  energy  to  cause  photochemical  action  in  the  film  emulsion  which,  in 
turn,  produces  film  blackening  or  density.  Tne  amount  of  photoelec  irons  produced  by 
the  X-ray  beam  determines  the  intensification  effect  of  the  screens. 

Generally,  lead  screens  are  used  in  most  radiography  conducted  above  125  kV  and 
are  used  as  front  and  back  screens  with  the  film,  of  course,  in  between.  The  effec¬ 
tiveness  of  the  screen  on  the  film  density  is  called  the  intensification  factor  (I.F.) 
and  is  determined  by  dividing  the  exposure  used  to  produce  a  given  radiographic  density 
with  no  screens  by  the  exposure  required  to  yield  the  same  density  with  screens.  As 
stated  previously,  lead  screens  are  used  in  pairs  with  the  film  in  intimate  contact 
with  both  front  and  back  screen  surfaces.  Front  screen  thicknesses  range  from  0.004 
to  0.006  inch  with  back  screens  in  the  0.010-  to  0.012-inch  range.  However,  at  volt¬ 
ages  between  140  to  250  kY,  the  maximum  intensification  factor  for  the  front  screen 


occurs  at  about  0.001-inch  lead  thickness.  Adding  much  more  than  a  few  thousandths  of 
lead  thickness  only  on  the  front  screen  reduces  the  intensification  effect  because  of 
primary  beam  and  scattered  radiation  absorption.  The  back  screen  is  usually  thicker  in 
order  to  absorb  backscattered  radiation. 

Care  must  be  taken  to  prevent  damage,  discoloration,  scratches,  or  impurities  in 
the  lead  screen  since  these  conditions  cause  artifacts  in  the  finished  radiograph. 

In  summary,  lead  causes  the  following  effects  when  in  close  contact  with  a  photo¬ 
graphic  emulsion: 

1.  The  photochemical  action  on  the  film  is  increased  because  of  electrons  emitted 
and  by  the  generation  of  scattered  radiation. 

2.  The  lead'absorbs  the  long  wavelength  scattered  radiation  more  readily  than  the 
shorter  primary  wavelengths. 

3.  The  primary  radiation  is  intensified  more  than  the  scattered  radiation. 

Fluorescent  Screens 

Fluorescent  intensifying  screens  emit  light  rays  when  subjected  to  X-rays.  The 
light  emitted  is  directly  proportional  to  the  radiation  intensity.  Calcium  tungstate 
and  barium  lead  sulphate  are  the  two  most  commonly  used  compounds  for  fluorescent 
screen  manufacture  since  they  exhibit  the  above  characteristics.  The  screens  are  made 
by  coating  a  cardboard  support  with  either  of  the  above  compounds.  Like  lead  screens, 
the  film  is  sandwiched  between  a  pair  of  these  screens  and  placed  in  a  suitable  film 
holder  or  cassette.  The  exposure  or  film  blackening  is  caused  by  a  combination  of  the 
X-rays  and  the  light  emitted  by  the  screens. 

Even  though  fluorescent  screens  are  widely  used  in  medical  radiography,  they  are 
used  sparingly  in  industrial  radiography  and  then  only  under  special  circumstances, 
such  as  attempting  to  avoid  unduly  long  exposure  times  with  limited  equipment  or  exces¬ 
sive  thicknesses.  The  two  main  reasons  for  this  are  the  loss  of  image  quality  because 
of  a  spreading  of  the  light  emitted  by  the  screens  and,  secondly,  by  screen  mottle 
which  appears  to  be  affected  by  the  amount  of  absorbed  X-ray  quanta. 

Fluorescent  screens  require  more  care  than  lead  screens  in  that  they  must  be  peri¬ 
odically  examined  for  film-screen  contact  and  screen  surfaces  must  be  protected  from 
soiling,  finger  contact,  dust,  etc.  Suffice  it  to  say  that  fluorescent  screens  are 
rarely  used  and  then  only  in  very  unusual  situations. 

Composite  Screens 

The  composite  or  f luorometal 1 ic  intensifying  screen  (Figure  1)  is  a  relatively 
recent  introduction  which  attempts  to  combine  the  best  qualities  of  lead  and  fluores¬ 
cent  screens  into  a  practical  accessory  for  use  in  the  improvement  of  radiographic  ef¬ 
ficiency.  This  is  accomplished  by  utilizing  the  luminescence  of  the  fluorescent  layer 
(calcium  tungstate)  and  the  secondary  electrons  from  the  lead  layer.  These  mechanisms 
make  more  efficient  use  of  the  radiation  striking  the  film  and  account  for  most  of  the 
resulting  film  density. 

The  composite  screens  require  as  much  care  as  fluorescent  screens  and  must  be  free 
of  any  surface  soil  or  scratches. 
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X  RAY 


Figure  1.  The  fluorometallic  intensifying  screen  and  composition. 


GENERAL  DISCUSSION 

The  composite  screens  are  manufactured  in  two  categories  of  high  speed  and  high 
definition  which  represent  the  general  areas  of  application.  These  categories,  in 
turn,  are  subdivided  into  three  energy  levels  ranging  from  80  kV  to  35  MeV.  Table  1 
shows  the  various  codes  selected  for  each  type  of  screen,  the  voltages  used  which  are 
within  the  range  for  each  type;  and  the  films  and  their  designations  utilized  for  each 
screen. 


Table  1.  CODES 


a.  Screen 

Designations  (X-Ray  Source) 

Screen 

Type 

Voltage 

18 

High  Definition 

150 

k  V 

38 

High  Speed 

150 

kV 

13 

High  Definition 

300 

kV 

33 

High  Speed 

300 

kV 

11 

High  Definition 

2.5 

MeV 

31 

High  Speed 

2.5 

MeV 

b.  Film  Designations 

Film 

ASTM  Type  E94 

Relative 

Iden. 

Description 

Speed 

A 

1  -  Extra-Fine  Grain 

30 

B 

2  -  Fine  Grain 

100 
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TEST  PARAMETERS 


The  composite  screens  consist  of  the  six  types  listed  in  Table  la,  which  cover  a 
range  of  radiation  quality  from  150  kV  to  2.5  MeV  even  though  the  screens  are  manufac¬ 
tured  for  use  in  the  80-kV  to  30-MeV  range.  The  screens  are  further  divided  into  two 
categories  of  high  speed  (US)  and  high  definition  (111J) ,  depending  upon  the  application. 
Two  of  the  most  common  industrial  X-ray  films  were  utilized  with  the  above  composite 
screens  and  are  described  in  Table  lb.  They  are  the  ASTM  T9 4  type  1  and  2  classes 
which  account  for  the  greater  majority  of  industrial  radiographic  applications.  The 
screens  are  made  to  radiograph  thin  and  thick  steels  using  a  given  radiation  quality 
range. 


For  purposes  of  this  investigation,  the  thicknesses  for  thin  steel  ranged  from 
1/4  , to  3/4  inch  utilizing  150-kV  X-rays  which  fall  within  the  recommended  80-  to 
200-kV  range.  Screens  HD  18  and  1  IS  38  were  used  at  these  thicknesses  in  1/4-inch 
increments.  Screens  HD  13  and  HS  33  were  used  for  intermediate  thicknesses ,  begin¬ 
ning  with  1  inch  and  up  to  1-1/2  inches  in  1/4-inch  increments,  utilizing  300-kV  X-rays 
which  fall  within  the  recommended  200-kV  to  0.66-MeV  range.  Screens  HD  11  and  I  IS  51 
were  used  for  thicker  steels,  beginning  with  2  inches  and  up  to  4  inches  in  1-inch  in¬ 
crements,  utilizing  2.5-MeV  X-rays  which  are  closer  to  the  recommended  lower  range  of 
3  to  35  MeV. 

The  investigation  was  conducted  by  grouping  the  two  screen  types  of  high  defini¬ 
tion  and  high  speed  so  that  screens  of  each  type  were  evaluated  together.  The  screens 
were  utilized  as  recommended  by  placing  film  between  screens.  Even  though  other  ap¬ 
proaches  in  this  regard  could  have  been  used  for  evaluation  purposes,  it  was  decided 
to  follow  manufacturers'  procedures.  A  film  density  of  2.0  ±  0.20  USD  units  was  ob¬ 
tained  for  all  exposures  with  all  other  conditions  held  constant  for  each  voltage  range. 

The  effectiveness  of  the  composite  screen  on  film  density,  which  in  this  case  may 
also  be  called  screen  performance,  was  determined  by  obtaining  the  intensification 
factor.  The  intensification  factor  may  be  calculated  by  obtaining  the  ratio  of  the  ex¬ 
posure  required  to  produce  a  film  density  of  2.0  H$D  units  using  lead  screens  to  the 
exposure  required  to  produce  the  same  density  with  composite  screens.  This  may  be 
written  as  follows: 

[  p  -  Exposure  with  lead  screens 

Exposure  with  composite  screens. 

The  steel  specimens  radiographed  throughout  the  tests  consisted  of  a  series  of 
plates  1/8,  1/4,  and  1/2  inch  in  thickness  stacked  to  make  up  the  required  thickness 
which  ranged  from  1/4  to  4  inches.  In  every  case,  the  final  1/8  inch  (tube  side)  con¬ 
sisted  of  a  cracked  plate  which  was  used  to  evaluate  the  effect  of  composite  screens  on 
image  resolution.  This  was  considered  important  from  a  fault-sensitivitv  standpoint. 

All  the  above  steel  plates  were  a  standard  3  *  6  inches,  including  the  top  1/8-inch 
cracked  plate. 

For  this  investigation,  radiographic  quality  levels  were  determined  by  using  the 
penetrameter  method  for  lead  as  well  as  composite  screen  radiographs.  The  penetrameter 
method  is  generally  utilized  in  the  field  of  industrial  radiograph}',  hence  its  use  here 
for  controlling  radiographic  quality.  The  penetrameters  utilized  are  in  accordance 
with  the  requirements  of  DoD  MIL-STD-453,  Inspection,  Radiographic,  11  November  1977. 
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Paragraph  1 .  I 
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st  at  es  t  hat  : 


"Three  minimum  quality  levels  listet.1  in  Table  11  may  he  assigned  on 
the  basis  oT  the  perceptibility  of  one,  two,  or  tree  holes  in  the 
penetrameter  image  on  the  radiograph.  The  quality  level  shall  he 
specified  by  the  procuring  activity.  Unless  otherwise  specified, 
all  radiographs  of  aeronautical  components  shall  siiow  the  image  of 
at  least  two  holes  (quality  level  2-2T)  and  the  outer  edge  of  the 
penetrameter  panel. 


"Table  II  -  Radiographic  Quality  Levels 


Radiographic  Minimum  Perceptible  Equivalent 

Quality  Level  Penetrameter  Hole  Sensitivity,  1 


1 

IT 

0.  / 

-) 

2T 

2.0 

4 

4T 

2.8 

Quality  level  1  is  specified  as  1-1T  (where  T  equals  material  thickness  radio¬ 
graphed)  and  indicates  the  showing  of  the  IT  hole  in  a  penetrameter  whose  thickness  is 
one  percent  of  the  material  thickness.  ’Phi's  is  a  special  quality  level  and  will  be 
considered  above  standard  for  this  report  and  will  be  rated  as  such. 

Quality  level  2  is  specified  as  2-2T  and  indicates  the  showing  of  the  2T  hole  in  a 
penetrameter  whose  thickness  is  two  percent  of  the  material  thickness.  This  quality 
level  is  specified  as  the  standard  radiographic  quality  required  by  most  radiographic 
specifications  and  codes  including  MIL-STD-4S5.  Therefore,  radiographs  bearing  the 
2T  hole  will  be  given  a  standard  rating. 

Quality  level  4  is  specified  as  2-4T  and  indicates  the  showing  of  the  4T  hole  in 
a  penetrameter  whose  thickness  is  two  percent  of  the  material  thickness.  This  quality 
level  will  be  rated  as  below  standard.  The  image  of  the  cracked  plate  placed  on  top 
of  the  plates  built  up  for  the  required  thickness  will  be  evaluated  based  upon  a  stan¬ 
dard  radiograph  made  for  that  thickness  and  will  be  rated  as  acceptable  (A)  or  not 
acceptable  (NA) . 


TESTS  PERFORMED 

The  composite  screen  evaluation  tests  were  conducted  with  both  the  high  speed  and 
high  definition  screens  at  the  appropriate  kilovoltage  beginning  with  150  kV,  500  kV, 
and  finally  2.5  MeV.  Test  results  are  presented  in  Table  2. 

a.  The  HD  18  screen  was  used  in  radiographing  thicknesses  from  0.250  to  0.750 
inch  of  steel  at  15U  kY .  Tests  at  this  kilovoltage  indicate  significant  increases  in 
radiographic  speed,  up  to  about  4.5  times  faster  than  conventional  lead  screens.  Imago 
quality  appears  to  be  somewhat  bettor  at  greater  thicknesses.  At  150  kV ,  the  l.f. 
seems  to  diminish  somewhat  with  increasing  plate  thickness.  Even  though  some  composite 
screen  mottle  has  been  noted,  it  docs  not  appear  to  significantly  effect  image  quality; 
in  fact,  penetrameter  contrast  sensitivity  appears  to  be  slightly  enhanced,  film  types 
1  and  2  were  used  for  these  tests  with  the  faster  film  (type  2)  showing  the  greatest 
gain  in  I.L. 


fable  2.  RTSUL1S  f  ROM  M  R[  I  N  t  VAi  WAT  I  .'/ft  7  {SIS 


I*  late  AS  I M 

Thickness  Screen  film  Radiographic  Crack 

Screen  Radiation  (in.)  Exposure  Type  Type  Quality  image  1.1. 


62 

Pb 

2 

IT 

A 

63 

31 

1 

IT 

A 

2.14 

64 

31 

2 

IT 

A 

1.17 

3.0 

65 

Pb 

1 

IT 

A 

66 

Pb 

2 

IT 

A 

67 

31 

1 

IT 

A 

1.77 

68 

31 

2 

IT 

A 

2.67 

4.0 

69 

Pb 

1 

IT 

A 

70 

Pb 

2 

IT 

A 

71 

31 

1 

IT 

A 

1.67 

72 

31 

2 

IT 

A 

2.00 

•■Overexposed 


I>.  liu  III)  13  screen  was  used  to  radiograph  thicknesses  from  1.0  to  1.50  inches  of 
steel  at  3(H)  kV.  Ihe  same  pattern  noted  in  the  130  kY  tests  is  repeated  at  500  kV  in 
that  the  intensification  factor  again  decreased  as  material  thickness  increased,  with 
improvements  in  image  resolution.  All  radiographs  showed  at  least  standard  quality  ( 2Tj 
to  above  standard  (.IT) . 

c.  The  IIP  11  screen  was  used  in  radiographing  thicknesses  from  2.0  to  4.0  inches 
of  steel  at  2.S  MeY.  This  screen  produced  the  lowest  I.!-',  values  as  a  group  which 
again  generally  decreased  with  increasing  material  thickness.  liven  though  the  1.1". 1  s 
were  low,  they  could  still  be  considered  useful  in  many  radiographic  applications. 

d.  The  HS  38  screen,  used  at  150  kV  to  radiograph  the  same  thicknesses  as  the  111) 

IS  screen,  produced  the  highest  recorded  l.f.  in  these  tests  (7.5)  with  a  decrease  in 
l.f.  as  the  material  thickness  increased.  image  quality  was  at  least  standard  2T  or 
better  in  most  cases,  which  indicates  that,  along  with  its  superior  specu,  this  high 
speed  screen  is  a  very  attractive  radiographic  accessory. 

e.  The  I  IS  85  screen,  which  was  used  to  radiograph  the  same  thicknesses  as  the  HI) 

15  screen,  shows  higher  1.1'.  values  at  500  kY  while  depicting  standard  to  above  standard 
image  resolution.  Again,  the  l.f.  values  diminish  with  increasing  material  thickness. 
The  crack  image  resolution  is  pretty  well  maintained  with  lead  as  well  as  composite 
screens.  Some  mottling  is  noted  with  the  composite  screens  which  does  not  seem  to  af¬ 
fect  penetrameters  or  crack  image  resolution. 

f.  The  HS  51  screen  was  used  at  2.5  MeY'  in  radiographing  the  same  thicknesses  as 
the  HD  11  screen.  The  HS  51  screen  outperformed  t lie  111)  11  screen  in  I.F.  values  even 
though  the  image  resolution  for  each  group  is  above  standard.  This  may  prove  to  be 
very  useful  in  the  radiography  of  high  density  materials  where  scattering  can  be  a  prob¬ 
lem.  The  image  resolution  capacity  of  the  HS  51  screen  appears  to  meet  most  code  re¬ 
quirements  for  both  types  of  films  utilized.  As  shown  in  the  tables,  in  at  least  half 
the  exposures  made  at  2,5  MeY',  there  has  been  more  than  a  50?6  reduction  in  exposure 
times  which  car  be  significant  in  production  radiography. 


PRACTICAL  APPLICATIONS 

Figure  2  represents  radiographs  of  a  0.625-inch  uranium  section  taken  at  2.5  MeY' 
using  conventional  lead  screens  and  composite  screens.  The  left  radiograph  was  made 


Figure  2.  Comparison  of  radiographs  of  lead  and  composite  screens  cf  uranium  section. 
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using  lead  screens  and  exposed  for  2  minutes  and  45  seconds.  The  right  radiograph  was 
made  using  composite  screen  1  IS  31  which  was  exposed  for  1  minute  and  30  seconds.  All 
factors  were  held  constant  with  the  exception  of  exposure  time.  Image  details  of  both 
radiographs  appear  similar,  however,  the  composite  radiograph  represents  a  45%  reduction 
in  exposure  time,  which  is  considerable  in  terms  of  inspection  speed  and  X-ray  tube 
economics . 

Figure  3  represents  radiographs  taken  of  a  0.625-inch  steel  casting  at  220  kV, 
again  comparing  lead  and  composite  screens.  The  left  radiograph  was  made  using  lead 
screens  and  exposed  for  5  minutes.  The  right  radiograph  was  made  using  the  same  com¬ 
posite  screen  IIS  31,  and  exposed  for  2  minutes.  As  above,  all  test  parameters  were  con¬ 
stant  other  than  exposure  time.  The  exposure  time  using  the  composite  screen  resulted 
in  a  60%  reduction  with  no  apparent  adverse  effects  upon  image  resolution. 

High  speed  screens  were  used  in  the  radiography  of  tank  repair  welds.  Initial 
tests  indicate  a  reduction  of  at  least  25%  of  exposure  time  while  extending  the  thick¬ 
ness  range  penetrated  by  a  300  kV  X-ray  unit. 


a.  Lead  b.  Composite 

Figure  3.  Comparison  of  radiographs  of  lead  and  composite  screens  of  steel  casting. 


CONCLUSIONS 

The  tests  conducted  in  this  investigation  have  shown  that  fluorometallic  or  com¬ 
posite  intensifying  screens  are  a  valuable  and  useful  accessory  in  the  field  of  indus¬ 
trial  radiography.  In  many  applications  they  can  be  used  to  increase  radiographic  in¬ 
spection  efficiency  by  reducing  exposure  times  and  possibly  lowering  the  kilovoltages 
required  when  using  conventional  lead  screens.  Image  resolution  assessment  was  based 
upon  the  penetrameter  requirements  set  forth  in  MIL-STD-453.  This  document  outlines  the 
radiographic  quality  requirements  of  aeronautical  components.  All  radiographs  were  made 
using  steel  plates  ranging  in  thickness  from  0.250  to  4.0  inches  in  the  150  kV  to 
2.5  MeV  radiation  quality  range.  Two  types  of  film,  ASTM  1  and  2,  were  used  throughout 
this  investigation.  It  can  be  concluded  that: 
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1.  During  this  investigation,  the  intensification  factors  ranged  from  1.0(>  to  7.3. 

2.  In  many  applications,  the  composite  screen  can  allow  significant  reductions 
in  radiographic  speed  while  reducing,  in  some  cases,  kilovoltages  that  would  he  other¬ 
wise  required. 

3.  Shorter  exposure  times  appear  to  be  shortened  more  than  longer  exposure  times. 

4.  The  I.F.  decreases  with  increasing  material  thicknesses . 

5.  Image  quality  is  generally  adequate  to  meet  most  code  requirements. 

6.  The  high  speed  screen  appears  to  offer  more  advantages  than  the  high  definition 
screen. 

7.  The  composite  screen  represents  a  new  amplification  device  for  the 
radiographer. 

RECOMMENDATIONS 

It  is  recommended  that  corposite  screens  be  utilized  in  appropriate  applications 
while  promoting  shorter  exposures  without  loss  of  image  resolution. 

It  is  also  recommended  that,  based  upon  the  above,  codes  and  specifications  recog¬ 
nize  the  usefulness  of  composite  screens  as  valid  radiographic  accessories  by  allowing 
their  use  in  many  production  radiographic  applications. 
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Ottse  ot  the  Deputy  ihirt  ot  .tjft  tor  Research, 
.development,  and  Acqu  is  i  1 1  on,  Washington,  j.<  .  /<H|o 

I  ATTN :  DAMA-AR;-: 

1  OAMA-'.bS 

v.ommandi*r.  Army  Researt  n  PtfiLe,  I'.J.  Box  12211, 

Research  Triangle  Park,  North  .  arolma  .*7709 
1  ATTN:  jr,  Geor'ie  Mayer 
1  Mr.  J.  J.  Murray 

Commander,  Army  Materiel  Development  and  Readiness 
Command,  5001  Eisenhower  Avenue,  Alexandria,  Virginia  22333 
1  ArTN:  DRCQA-E 
1  DRCQA-P 

i  drcde-d 

I  0RC3MD-TT 

1  ORCLDC 

1  DRCMT 

1  JRCMM-M 

Commander,  U.S.  Army  Electronics  Research  and  Development 
Command,  rort  Monmouth,  New  Jersey  07703 
1  ATTN:  DRSEl-PA-E,  Mr.  Stan  Alster 

1  DRSEL-PA-E,  Mr.  J.  Quinn 

Commander,  J.S.  Army  Missile  Command,  Redstone  Arsenal, 
Alabama  35309 

2  ATTN:  DRSM1-TB,  Redstone  Scientific  Information  Center 

1  DRSMI->,  Mr.  J.  Alley 

1  DRSMI-M 

l  DRSMI-ET,  Mr.  Robert  0.  Black 

1  ORSMI-QS,  Mr.  George  L.  Stewart,  Jr. 

1  Dfo.1I- EAT,  Mr.  R  Talley 

1  DRSMI-QP 

Comnander,  U.S.  Army  Materiel  Systems  Analysis  Activity, 
Aberdeen  Proving  Ground,  Maryland  21005 
1  ATTN:  DRXSY-MP,  H.  Cohen 

Director,  U.S.  Army  Ballistic  Research  Laboratory, 

Aberdeen  Proving  Ground,  Maryland  21005 
1  ATTN:  DRDAR-TSB-S  (STINFO) 

Commander,  U.S.  Army  Ttood  Support  and  Aviation  Materiel 
Readiness  Command,  4300  Goodfellow  Boulevard, 

St.  Louis  ,  Missouri  63120 
1  ATTN:  DRSTS-PLE ( 2 ) ,  Mr.  J.  Corwin 
1  DRSTS-Q 

1  ORSTS-M 

Commander,  U.S.  Army  Natick  Research  and  Development 
Command,  Natick,  Massachusetts  01760 
1  ATTN:  DRDNA-EM 

Commander,  U.S.  Army  Mobility  Equipment  Research  and 
Development  Command,  Fort  Belvoir,  Virginia  22060 
1  ATTN:  ORDME-D 
1  DRDME-E 

1  DROME -G 

1  DRDME-H 

1  DRDME-M 

1  DRDME-T 

1  DRDME-TQ 

1  DRDME-V 

1  0RDME-/E 

l  DRDME-N 


ijrimamlr*' ,  '.5.  Arm*  Armament  Resea'i'  n"d  .  evel  'pment 
.  ommand,  Dover,  New  'ersev  D/MMl 
ATTN:  URuAR-l  ,  Mr.  (  .  k.fl ] i 
.jRIjAP-i  A,  ..r,  *.nar k  u*  1 
jk.lAR-L  !  ,  .  r  .  Wd  I  ker 
URDAR-IJAS,  Mr.  •  .  -  it /simmons 
[JPUAR-SCM,  .  rrrie 

URDAk-TSP,  Mr.  H.  ‘*tephijns 
URDAR-TSS,  (ST! VO. 

DRUAR-LCA,  Mr.  Harr,  [.  >eb  I  / .  „  r  .  P.A'/l.,  „  •  •' 
/stems  .  dboratory,  Aberdeen  Pro, 


Commander,  Lhemica!  Systems  .dboratory,  Aberdeen  Pro,T-.j 

(’.round,  Maryland  211*10 

ATTN:  IjWDAR-CLJ,  Mr.  W.  E.  Montanary 

Connander,  ARRADLOM,  Product  Assurance  Directorate, 

Aberdeen  Proving  Ground,  Maryland  21rl0 
ATTN;  DRDAR-QAC-E,  >.  W.  J.  Haunts 

Commander,  Watervliet  Arsenal,  Wdtervhet,  New  *ork 
ATTN:  JRDAR-U B,  Mr.  Morac/ewski 
SARWV-PP1  ,  Mr.  u,  Jette 

.ommander,  U.S.  Army  Aviation  Research  and  Development 
'ommand,  St.  Lo.«iS,  Missuun  6H2C 
ATTN:  jRI'Av-E** 

JPDAV- JR 
;;RjAv  -  jp 
DRDAv-  A 

ommander ,  j.6.  Ann,  ’am, -Automot  i  vp  Research  and 
Development  •  ommand,  warren,  Michigan  4 HP 90 
ATTN:  ;i»::TA-ul  ,  Technical  Library 
;ip;;TA-r«>.  r'M ,  Mr.  S.  Goodman 
.  R'jTA-R  '  T  ,  Mr.  J.  f  i  , 

JRP'A-RTAS,  Mr ,  S.  .atalano 

:  R;ttA-ttM,  Mr.  Moncrip* 

.iROTA-ZS,  Mr.  0.  P.eniuS 
DRl.’A-JA,  Mr.  ;.  hed/ior 

Director,  j.S.  Army  Industrial  Base  Engineering  Activity, 

Rock  Island,  Illinois  61299 
ATTN:  DP'IB-MT,  Mr.  j.  Brim 

Commander,  Marry  Diamond  Laboratories,  2600  Powder  Min  »oad, 

Adelphi,  Maryland  207.93 

ATTN:  DELHP-EDt,  Mr.  B.  f.  Willis 

Commander,  u.S.  Army  Test  and  Evaluation  Comana, 

Aberdeen  Proving  Ground,  Maryland  21005 
ATTN:  DRSTE-TD 
DRSTE-ME 

Commander,  U.S.  Army  White  Sands  Missile  Range, 

New  Mexico  88002 
ATTN:  STEWS-AD-L 
STEWS-ID 
STEWS-TD-PM 

Commander,  u.S.  Army  uma  Proving  Ground, 

Yuma,  Arizona  85364 
ATTN:  Technical  Library 

Commander,  U.S.  Army  Tropu  Test  Center,  (ort  ;  layTon, 

Canal  Zone 

ATTN:  STHC-TD,  Drawer  94? 


Commander,  U.S.  Army  Tank-Automotive  Materiel 
Readiness  Command,  Warren,  Michigan  48090 
2  ATTN:  ORSTA-Q 


Commander,  Aberdeen  Pro  ing  Ground,  Maryland  .  non 
ATTN:  STEAP-MT 

STLAP-MT -M,  Mr.  J.  A.  f erol i 
STEAP-MT-G,  Mr.  R.  L.  Huddleston 
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